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POLICY 
 
1. Thermoluminescent dosimeters (TLD) and Optically Stimulated Luminescence dosimeters (OSL)  are 

maintained by Health Canada, Radiation Protection Bureau. 
 
2. The dosimeters are issued by the Charge Technologist, Imaging Services, after ensuring the staff 

member has had an in-service on radiation protection and signs an X-Ray Worker Information form. 
 
3. The dosimeters will be collected quarterly from the racks in each area and replaced with a new issue. 
 
4. The collected dosimeters will be promptly sent to the Radiation Protection Bureau and will be read by 

them. 
 
5. The reports received from the Radiation Protection Bureau will be reviewed by the Radiation 

Protection Officer, Radiation Safety Officer and the Charge Technologist. 
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